Anaphylaxis during hemodialysis.
A ten year old boy with renal failure secondary to the branchio-oto-renal syndrome had a severe anaphylactic reaction during his first hemodialysis. The allergen implicated in the reaction was ethylene oxide gas used for dialyzer sterilization. RAST testing done just after anaphylaxis may be falsely negative and thereby misleading.